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A characterisation of recently developed SiPM was performed in view of their possible application with scintillating 
fibres. The use of SiPM as part of the fibre tracking detector system of the Kaos spectrometer at MAMI was studied. 
A concept of similar SiPM/fibre assemblies is being considered for the time-of-flight start detector in the PANDA 
experiment for the FAIR project. In summary, the devices are very suitable for low light yield detection insofar a 
mechanism is found to cope with the noise rate characteristics and radiation hardness. 
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r j"T l 'l. Introduction 

<u : 

The time-of-flight (TOF) method has been used for a 
"long time for particle identification in the low momentum 
d range. A detector based on small cross-section scintillating 

* ^ fibres can combine the TOF information with coordinate 
q information. Three main requirements must be fulfilled 

• ^ of such a system: 1) high particle detection efficiency at 

minimum thickness, 2) sufficient radiation hardness, and 
"3) fast time response. 
Oh The SiPM is a novel semiconductor photodetector op- 
erated in the limited Geiger mode, capable of resolving in- 
dividual photons [H, [3 . In combination with scintillating 
fibres a SiPM can provide a relatively cheap and reliable 
tracking detector operated with low voltage, magnetic field 
insensitive and minimal volume. The SiPM is intrinsically 
a very fast detector and its single photoelectron time res- 
olution is about 100 ps (FWHM). When coupled to thin 
and short scintillating fibres the timing properties are fully 
dominated by the scintillation time constants and depend 
only on the average number of detected photons. 

A critical issue in the operation of SiPM/fibre assem- 
blies, especially when such a detector is self-triggering, is 
the noise rate. Two paths are followed in our development 
of SiPM/fibre tracking systems: Firstly through the in- 
crease of the signal amplitudes by carefully matching the 
geometries and spectral responses, and secondly through 
the use of a versatile trigger selecting the wanted processes 
and suppressing the majority of background events. 

For this paper the characteristics of SiPM from differ- 
ent manufacturers coupled to round and square scintillat- 
ing fibres of several diametres were studied. 
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Table 1: Measured detection efficiencies as a function of discrimina- 
tor threshold in units of single pixel amplitude. The set-up consisted 
of a 2 m long fibre of 0.83 mm diametre and three reference counters. 
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2. SiPM in Kaos tracking detectors 

At the Institut firr Kernphysik in Mainz, Germany, 
the microtron MAMI has been upgraded to 1.5 GeV elec- 
tron beam energy and can now be used to study strange 
hadronic systems. A large fibre detector set-up is under de- 
velopment for the KAOS spectrometer [3[: the coordinate 
detector of the spectrometer's electron arm will consist of 
two planes of vertical fibre arrays, covering an active area 
of L x H ~ 2000 x 300 mm 2 , supplemented by one or more 
planes with horizontal fibres. The read-out of the vertical 
fibres will be performed one-sided by multi-anode photo- 
multipliers. The experience acquired in the design and 
beam-test of these detectors has suggested that the use of 
multi-anode photomultipliers with several fibres per pixel 
introduces a relatively high degree of complexity. SiPM 
have been suggested as a possible candidate for a two- 
sided read-out for the long fibres in horizontal direction. 
Their use would simplify detector mechanics and reduce 
considerably the over- all cost. Low light yields have been 
measured with 0.83 mm diametre, cylindrical fibres. Up to 
now the high intrinsic noise count rate of SiPM has limited 
their use to cases in which tens or hundreds of photons are 
available. Gain variations from diode to diode and temper- 
ature dependence are further problems to be considered. 
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Figure 1: Measured noise count rate as a function of threshold in a 
leading edge discriminator. The plot shows curves for three different 
bias voltages. The noise rate at low thresholds limits the use of this 
SiPM in low light level detection. 



The detection efficiency is a major issue in design- 
ing a tracking system and the right combination of fibre 
and SiPM has to be found. Table Q] shows the results of 
the efficiency measurement for a 2 m long double cladding 
0.83 mm diametre fibre, read out in both extremes by the 
1mm 2 Photonique device SSPM-0701BG-TO18 [4]. Min- 
imum ionizing particles are chosen by their energy depo- 
sition in a thick scintillator and coincidences with two di- 
ametrically opposed fibres read-out by conventional pho- 
tomultipliers are required for a countable event. High ef- 
ficiencies were only obtained with very low discriminator 
thresholds. Larger diametre, square fibres are generat- 
ing enough light to get an acceptable detection efficiency 
for higher thresholds reducing considerably the noise level. 
We concluded that a 4 mm 2 double cladding fibre with 
4 mm 2 SiPM read-out can be used for the Kaos spectrom- 
eter's electron arm tracking detector. 

Depending on the bias voltage the SiPM show a noise 
count rate of up to 1 MHz even for thresholds above 1 
pixel, see Fig. [TJ In order to define the hit position in the 
fibre detector, a fast clustering algorithm is needed. Co- 
incidences between left/right signals are mandatory. Fur- 
ther, the spectrometer will be used for experiments with 
very different experimental conditions. As a consequence, 
a versatile trigger system is mandatory which can be eas- 
ily reconfigured and adopted to the experimental require- 
ments. It is obvious that a simple TOF trigger does not 
fulfil these requirements. For Kaos the trigger is based 
on fast, programmable multi-purpose logic modules which 
have been developed recently at the GSI. Each so called 
VUPROM module (VME Universal Processing Module) 
has 256 channels I/O with an high speed differential LVDS 
standard. 
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Figure 2: Measured left/right time differences with a 2 m long 
SiPM/fibre set-up for signals of N = 1, . . ., 4 pixels. For the events 
individual pixels from the pulse height spectrum were gated, result- 
ing in 1.69 ns (rms) for 1 pixel, and 1.40, 1.26, 1.23, 1.21ns (rms) for 
2-5 pixels. 



3. SiPM in PANDA time-of-flight detectors 

At PANDA relatively low momentum S~ can be pro- 
duced in or pair productions [5]. The as- 
sociated S will scatter or annihilate inside the residual 
nucleus. The annihilation products contain at least two 
anti-kaons that can be used as a tag for the reaction. In 
combination with an active secondary target, high resolu- 
tion 7-ray spectroscopy of double hypernuclei will become 
possible for the first time. For the tracking and stopping 
of the produced cascade hyperons and their decay prod- 
ucts an active hypernuclear target is needed. For the high 
resolution spectroscopy of excited hypernuclear states an 
efficient, position sensitive germanium array is required. 

A small fibre barrel read-out by SiPM has been dis- 
cussed as an option for a time-of-flight start detector in 
PANDA and as the active target for the hypernuclear 
Physics programme. Such a detector might be also used 
as a time reference for the DIRC detector or for track de- 
convolution of the time projection chamber. For PANDA 
the time resolution is a main issue. 

The time resolution of a single SiPM/fibre assembly 
when excited by minimum ionizing particles crossing its 
center was measured by taking the time difference between 
the left and right signal simultaneously to the pulse-height 
spectrum. A gate on individual peaks made it possible to 
determine the time resolution as a function of the no. of 
fired pixels as is shown in Fig.O With the set-up discussed 
in Section 2 single SiPM resolutions of 1.69 ns (rms) for 1 
pixel, and 1.40, 1.26, 1.23, 1.21 ns (rms) for 2-5 pixels were 
determined. The time distributions are no n- Gaussian and 
are well described with exponential functions. To deter- 
mine the photoelectron yield from the pulse-height spec- 
trum as shown in Fig. [3] a multi-Poissonian fit of the fol- 
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Figure 3: Pulse-height spectrum from a fibre exited by 90 Sr and read 
out by a SiPM. The fit follows a multi-Poissonian distribution taking 
cross-talk into account. The parameters are defined in the text. 
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off-set, p, A 

ondary pixel counts and mean value, and cr , a\ 
and pixel noise. By using this fitting method, which takes 
optical cross-talk into account, mean numbers of photo- 
electrons N ~ 4 were measured with a 90 Sr source. A 
Monte Carlo model for photon generation and tracking 
was applied to 10 cm long double cladding fibres to verify 
the measurements for a possible PANDA detector. Based 
on the simulation a time resolution of 0.9ns(rms) is ex- 
pected. 

A full GEANT4 simulation of the 7-ray spectroscopy 
set-up with several germanium cluster detectors has been 
completed [6]. The simulation was performed using a de- 
manding time-of-flight (TOF) detector system for low mo- 
mentum kaon identification: a start detector of ~ 2000 
scintillating fibres placed in two rings and a TOF barrel 
detector of 16 slabs. As can be deduced from the results 
seen in Fig. [4} a time resolution of a < 100 ps needs to be 
achieved in the stop detector, whereas the fibre detector 
has to provide the start time with a minimum resolution 
of a ~ 400 ps. It seems clear that these values cannot be 
reached with the geometries and detectors studied so far. 
Our approach is to match SiPM with enhanced green sen- 
sitivity to fibres with green scintillation light. A first test 
with a large diametre SiPM/fibre combination has shown 
a signal amplitude increase by a factor of 2. 



Figure 4: Simulated kaon/pion separation in the PANDA hypernu- 
clei programme using a fibre start counter and a barrel stop counter 
with 80 ps and 450 ps time resolution. Calculated with 1% momen- 
tum resolution and 2% error in track length. From [6] with permis- 
sion. 



4. Discussion 

SiPM technology is evolving very fast and one of the 
main performance improvements is the progressive reduc- 
tion of the dark count rate. This new situation makes 
scintillating fibre tracking detectors read-out by SiPM an 
interesting and realistic option. 

Low light level detection will be degraded or even im- 
possible if the devices show an increasing rate of dark 
pulses when operated in an radiation environment. The 
effects of irradiation on the characteristic parameters of 
SiPM such as dark count rate or gain uniformity were de- 
termined and found to be relevant [7]. A dedicated study 
of hadronic radiation effects for SiPM in the PANDA en- 
vironment seems necessary. 

Our study has shown that present devices can be used 
to realise a TOF detector with the required properties. To 
fully exploit the good timing properties of SiPM, intensive 
development has to be carried out to increase the output 
signal of SiPM/fibre assemblies well above the noise level. 
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